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Abstract 

Introduction: Today, the pneumatic tube transport system (PTS) is used frequently because of its advantages related to timing and speed. Howe- 
ver, the impact of various types of PTS on blood components is unknown. The aim of this study was to examine the influence of PTS on the quality of 
routine blood cell counts, erythrocyte sedimentation, and certain blood coagulation tests. 

Materials and methods: Paired blood samples were obtained from each of 45 human volunteers and evaluated by blood cell count, erythrocyte 
sedimentation, and several coagulation tests, including prothrombin time (PT) and activated partial thromboplastin time (aPTT). Blood samples 
were divided into 2 groups: Samples from group 1 were transported to the laboratory via the PTS, and samples from group 2 were transported to the 
laboratory manually. Both groups were evaluated immediately by the tests listed above. 

Results: The blood sample test results from groups 1 and 2 were evaluated and compared. No statistically significant differences were observed (P 
= 0.069-0.977). 

Conclusion: The PTS yielded no observable effects on blood cell counts, erythrocyte sedimentation, or PT and aPTT test results. We concluded that 
the PTS can be used to transport blood samples and yield reliable results for blood cell counts, erythrocyte sedimentation, and several coagulation 
tests. 
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Introduction 

The pneumatic tube system (PTS) has become a 
commonly used method of transport in hospitals; 
it is inexpensive and efficient. PTS reduces delivery 
delays of patient samples to the central laboratory. 
The laboratory turnaround time (TAT) represents a 
quality indicator of the efficiency of the laboratory 
process. The TAT is dependent on a number of ex- 
tra- and intra-laboratory factors, all of which 
should be considered in TAT improvement plans. 
TAT is defined as the period of time for blood draw, 
sample delivery, analysis, and results. Physicians 
and other clinical staff usually assess the quality of 
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laboratory service by the period of elapsed time 
between analysis and test results, and they often 
assume faster is better. The TAT can be decreased 
by the use of modern and rapid automated sys- 
tems. After analysis, the results can be observed 
within seconds through electronic data links. The 
delivery of the samples to the laboratory for analy- 
sis is the most time-consuming step of the proc- 
ess. The use of a rapid sample delivery system, 
such as PTS, will accelerate the laboratory TAT fur- 
ther. In addition, PTS represents a practical and ef- 
ficient approach to sample distribution (1,2). 
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Although PTS significantly reduces the laboratory 
TAT, the samples do withstand forces of pressure 
during transport, such as changes in air pressure, 
movement or shaking of blood in the test tube, vi- 
brations, and sudden accelerations and decelera- 
tions These pressures can potentially affect labora- 
tory measurements during tests, such as blood gas 
analysis, routine haematology and coagulation 
tests, and spectrophotometric analysis of the cer- 
ebrospinal fluid. These forces also can induce cel- 
lular disruption (3). In the literature, various studies 
have been conducted on the effects of PTS on 
hemolysis. A study by Stair and colleagues report- 
ed no significant differences in the frequency of 
hemolysis between specimens delivered by hand 
or by PTS (4). The PTS significantly reduces labora- 
tory TAT, and for this reason, the PTS has been used 
frequently for the transport of medical samples to 
the laboratory. During transport, the quality of the 
sample can be affected by exposure to extreme 
temperature and physical forces. During PTS trans- 
port, sample quality can be affected by the expo- 
sure to rapid acceleration, radial gravity forces, 
sudden decelerations, and other extreme temper- 
ature and physical forces. These violent forces may 
contribute to pre-analytical errors due to erythro- 
cyte and lymphocyte rupture (5). A study by Weav- 
er and colleagues compared the effects of PTS and 
manual transport on the results of 15 chemical 
tests and 6 hematologic procedures. The only dif- 
ference they observed in PTS specimens was that 
the activity of lactate dehydrogenase exceeded 
the precision of the test. However, the remaining 
tests - serum sodium, potassium, chloride, carbon 
dioxide, total protein, albumin, calcium, glucose, 
creatinine, total bilirubin, alkaline phosphatase, as- 
partate transaminase, acid phosphatase, uric acid, 
leukocyte count, erythrocyte count, haemoglobin, 
haematocrit, prothrombin time (PT), and activated 
partial thromboplastin time (aPTT) - were not af- 
fected by PTS (6). Sodi era/, emphasized that each 
laboratory should investigate the effects of the 
specific PTS used by the laboratory on the samples 
(7). Published studies indicate various differences 
in PTS used by different laboratories. Therefore, 
the PTS should be evaluated for its effects on sam- 
ple quality. 
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In our study, we investigated the PTS in our hospi- 
tal for its potential influence on blood cell counts, 
erythrocyte sedimentation, and coagulation tests 
(PTandaPTT). 

Materials and methods 
Study design 

We conducted this week-long, prospective cross- 
sectional study in May 2012 in the clinical bio- 
chemistry laboratory of the Evliya Celebi Training 
and Research Hospital in Dumlupinar University, 
Kutahya City, Turkey. The study involved 45 healthy 
blood donors (24 males and 21 females; mean age, 
39 years; range, 35-45 years). We submitted this 
study to the Internal Review Board and received 
approval from the local Human Research Ethics 
Committee. All volunteers provided informed con- 
sent. 

Collection of blood samples 

Blood samples were collected from donors be- 
tween 9 and 10 a.m. during a one-week period, af- 
ter a 12-hour fast. All samples were drawn by the 
same expert phlebotomist according to the rec- 
ommendations of the Clinical Laboratory Institute 
(CLSI) (8). For each donor, blood samples were col- 
lected into 3 pairs of tubes, giving a total of 6 
tubes. For blood cell count and erythrocyte sedi- 
mentation analysis, the blood was collected into 
2.0 mL dipotassium (K 2 ) ethylene diamine tetraace- 
tic acid (EDTA) vacuum tubes (BD Vacuteiner 8 BD- 
Plymouth, UK) (Ref.No.368841). For coagulation 
analysis, the blood was collected into 2.0-mL 9NC 
coagulation sodium citrate 3.2% vacuum tubes 
(Vacuette*, Greiner Bio-One, Kremsmunster, Aus- 
tria [Ref.No.454322]). 

Pneumatic tube system 

The PTS used in our hospital (Pneumatic Tube Sys- 
tems MP10000, Version 2.3.0; Sumetzberger 
GmbH, Vienna, Austria) has 3 subsystems, 31 sta- 
tions and a constant speed of 6 m/s. Our PTS carri- 
ers are 160 mm in diameter and 440 mm in length. 
Two kinds of carrier inserts (sponge-rubber and 
plastic-bag) are used to protect the samples dur- 
ing PTS transportation. In this study, we used the 
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PTS station on the hospital's top floor (floor), which 
is furthest from the laboratory. 

Methods 

Collected blood samples were divided into 2 
groups without delay. Group 2 samples were im- 
mediately transported to the clinical laboratory by 
the laboratory staff. Group 1 samples were imme- 
diately transported to laboratory by the PTS. Upon 
reaching the laboratory, all blood samples were 
tested for coagulation analysis by centrifugation at 
3500 x g for 10 minutes at room temperature fol- 
lowed by analysis of plasma samples for PT and 
aPTT (Thrombolyzer XRC; Behnk Elektronik GmbH 
& Co. KG, Norderstedt, Germany; Hyphen BioMed 
Reagent, Neuville-Sur-Oise, France [Ref.No. 
CK551M,CK515K]). The remaining blood samples 
were analyzed promptly for blood cell count and 
erythrocyte sedimentation. Blood cell counts were 
performed using Coulter Gen-S automated hae- 
matology instruments (Beckman Coulter LH 780 
Gen-S System; Miami, FL, USA; original reagents [Ref. 



No.8448155]). Erythrocyte sedimentation analysis 
was performed using an Alifax sedimentation ana- 
lyser (Alifax-SPA Test 1 HTL; Polverara, Italy). 

Statistical analysis 

The differences between samples in the 2 groups 
were assessed for significance by paired Student's 
r-test after normality was checked by the 
D'Agosti no- Pearson's omnibus test; P values less 
than 0.05 were considered significant. Non-normal 
distributions were not observed. Normally distrib- 
uted results were grouped as mean ± standard de- 
viation (SD). All statistical analyses were performed 
using SPSS for Windows, version 15.0 (SPSS Inc., 
Chicago, IL, USA). 

Results 

The comparison of results between blood samples 
delivered to laboratory by PTS and by laboratory 
staff is shown in Table 1. No statistically significant 
differences were observed (P values from 0.069 to 
0.977). 



Table 1. Blood analysis results (± SD) and statistical differences between blood samples delivered to laboratory by PTS and by labo- 
ratory staff. 



Parameters 


Group 1 (PTS) 
N = 45 


Group 2 (Manual) 
N = 45 


P 


WBC(xIOVliL) 


6.87 ± 2.09 


6.84 ±2.17 


0.069 


RBC (x10 6 /ul) 


4.79 ± 0.51 


4.73 ±0.51 


0.076 


HBG (g/L) 


138.6 ± 1.43 


138.7 ± 1.44 


0.950 


HTC (%) 


42.55 ±4.22 


41 .46 ±5.60 


0.133 


MCV (fL) 


89.12 ±6.28 


88.92 ± 6.32 


0.321 


MCH (pg) 


29.08 ± 2.23 


29.17 ±2.73 


0.578 


MCHC (g/L) 


326.0 ± 0.68 


320.8 ± 0.74 


0.458 


PLT(x10 3 /uL) 


243.3 ± 68.9 


248.3 ± 62.4 


0.096 


MPV (fL) 


9.01 ± 0.98 


8.85 ±1.05 


0.311 


PT (s) 


12.26 ± 1.05 


12.25 ±1.00 


0.971 


aPTT (s) 


31.21 ±3.19 


31.22 ±3.18 


0.977 


ESR (mm/h) 


18.49 ± 12.68 


18.04 ± 13.61 


0.630 



SD - standard deviation; SI - International System of Units; PTS - pneumatic tube system; WBC - white blood cell; RBC 
- red blood cell; HBG - haemoglobin; HTC - haematocrit; MCV - mean corpuscular volume; MCH - mean corpuscular 
haemoglobin; MCHC - mean corpuscular haemoglobin concentration; PLT - platelet; MPV - mean platelet volume; PT - 
prothrombin time; aPTT - activated partial thromboplastin time; ESR - erythrocyte sedimentation rate. 
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Discussion 

The PTS is becoming a common method for trans- 
porting samples in hospitals and is considered ef- 
fective because of its speed and efficient use by 
employed staff. However, this type of transport 
method has been cited as potentially affecting 
certain laboratory measurements (9,10). 

Published studies show that researchers have in- 
vestigated the influence of PTS on different test 
parameters and have identified differences among 
different types of PTS. Collinson etal. reported sig- 
nificant changes in p0 2 in samples that had been 
transported by PTS; however, pH and pC0 2 were 
not affected by PTS. In a subsequent study, they 
transported the samples with PTS but used a pres- 
sure-proof container; the previously observed dif- 
ferences were absent (11). Keshgegian etal. report- 
ed that PTS transport of samples did not have sig- 
nificant effects on p0 2 , pC0 2 , pH, complete blood 
counts or standard chemical tests and reduced the 
TAT by 25% (12). Fernandes etal. also reported test 
result differences between blood samples trans- 
ported manually or by PTS from the emergency 
department to the laboratory. They did not ob- 
serve differences in haemoglobin and K + between 
the 2 groups. They also observed a significantly re- 
duced laboratory TAT with PTS (13). 

Peter et al. observed clinically significant 0 2 ex- 
change between blood and ambient air during 
PTS transport, and they discontinued using PTS on 
samples submitted for blood gas analysis; they in- 
stalled a blood gas analyser in the intensive care 
unit (14). Sari etal. examined the effects of PTS on 
complete blood count results in blood samples 
obtained from healthy donors. They observed no 
effects by PTS on complete blood count parame- 
ters. In our study, we also observed no PTS affects 
on blood cell count parameters, and we observed 
no differences between manual and PTS modes of 
transport (15). Liebscher etal. examined the effects 
of PTS on fresh frozen plasma and erythrocyte 
concentrates and stated that blood transfusion 
samples can be transported reliably by PTS (16). 

Kratz etal. investigated the effects of PTS and man- 
ual transportation on routine haematology and 
coagulation results and did not observe any differ- 
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ences; however, they observed clinically insignifi- 
cant but statistically significant results on the mean 
platelet component and they suggested addition- 
al studies to investigate these results. We did not 
observe any effects on the mean platelet compo- 
nent (17). Wallin et al. investigated the effects of 
PTS and manual transportation on routine haema- 
tology, coagulation, and platelet function with 
PFA-100, and they did not observe any differences 
in the results. By thromboelastographic analysis, 
they observed a shorter duration of clot formation 
time in blood samples transported by PTS than in 
those transported manually. They suggested man- 
ual transport for blood samples submitted for 
thromboelastographic analysis (18). 

These studies highlight the different results and 
observations regarding the effects of PTS on med- 
ical samples. To the best of our knowledge, no 
published studies have reported the effects of PTS 
on blood cell count, erythrocyte sedimentation, 
PT, and aPTT in the same study. Thus, we exam- 
ined the effects of PTS on blood cell counts, eryth- 
rocyte sedimentation and several coagulation 
tests (PT and aPTT). We collected blood samples 
and transported some by PTS and others manual- 
ly. We compared results from the tests listed above 
between the 2 groups. We found no differences in 
the test results between the 2 groups. In our study, 
we determined that the PTS used in our hospital 
imparts no clinically or statistically meaningful ef- 
fects on routine blood cell counts, PT, aPTT, and 
erythrocyte sedimentation results. Because every 
hospital's PTS will yield potentially unique results 
depending on the physical conditions of the hospi- 
tal and the technical properties of the PTS, we con- 
cluded that each hospital should evaluate its PTS. 

The main limitation in our study was the small 
number of subjects. Another limitation was related 
to the absence of TAT measurements in this study. 
Therefore, future studies should include both a 
large number of subjects and TAT measurements. 

Conclusion 

In this study, we have observed that the PTS used 
in our hospital imparted no significant effects on 
blood cell counts, erythrocyte sedimentation, PT, 
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or aPTT results. Thus, the PTS in our hospital can 
be used reliably to transport blood samples with- 
out affecting blood cell counts, erythrocyte sedi- 
mentation, or several types of coagulation tests. 



We recommend that all laboratories investigate 
the effects of their PTS on relevant test results. 

Potential conflict of interest 

None declared. 



References 

1. Maasz S. Specimen transport systems-design issues in cre- 
ating efficient pneumatic tube transport networks. JALA 
2000;5:68. 

2. Simundic AM, Topic E. Quality indicators. Biochem Med 
2008;18:311-9. http://dx.doi.org/10. 1 1613/BM.2008.027. 

3. Cui M, Jing R, Wang H. Changes of serum lactate dehydro- 
genase and potassium levels produced by a pneumatic 
tube system. Lab medicine 2009;40:728-31. http://dx.doi. 
org/10. 1 309/LMZNZ2 Y 1 P3KRDQYL. 

4. Stair TO, Howell JM, Fitzgerald DJ, Bailey SC, Bastach MD. 
Hemolysis of blood specimens transported from ED to la- 
boratory by pneumatic tube. Am J Emerg Med 1 995;1 3:484. 
http://dx. doi. org/1 0.101 6/0735-6757(95) 90 1 45-0. 

5. Felder RA. Preanalytical errors introduced by sam- 
ple transportation systems: a means to assess them. 
Clin Chem 2011;57:1349-50. http://dx.doi.org/10.1373/ 
clinchem.201 1.1 72452. 

6. Weaver DK, Miller D, Leventhal EA, Tropeano V. Evaluati- 
on of a computer-directed pneumatic-tube system for pne- 
umatic transport of blood specimens. Am J Clin Pathol 
1978;70:400-5. 

7. Sodi R, Darn SM, Stott A. Pneumatic tube system indu- 
ced hemolysis: assessing sample type susceptibility to he- 
molysis. Ann Clin Biochem 2004;41:237-40. http://dx.doi. 
org/1 0. 1258/0004563043230 19631. 

8. CLSI. Procedures for the collection of diagnostic blood spe- 
cimens by venipuncture. NCCLS H3-A6.6 ed. 2007. 

9. Pragay DA, Fan P, Brinkley S, Chilcote ME. A computer direc- 
ted pneumatic tube system: its effects on specimens. Clin 
Biochem 1980;13:259-61. http://dx.doi.org/10. 1016/S0009- 
9120(80)80005-1. 

10. Ellis G. An episode of increased hemolysis due to a de- 
fective pneumatic air tube delivery system. Clin Bio- 
chem 2009;42:1265-69. http://dx.doi.org/10.1016/}. 
clinbiochem.2009.05.002. 



1 1. Collinson PO, John CM, Gaze DC, Ferrigan LF, Cramp DG. 
Changes in blood gas samples produced by a pneuma- 
tic tube system. J Clin Pathol 2002;55:105-7. http://dx.doi. 
org/10. 1 136/jcp.55.2.105. 

12. Keshgegian AA, Bull GE. Evaluation of a soft-handling com- 
puterized pneumatic tube specimen delivery system. Ef- 
fects on analytical results and turnaround time. Am J Clin 
Pathol 1992;97:535-40. 

13. Fernandes CM, Worster A, Eva K, Hill S, McCallum C. Pne- 
umatic tube delivery system for blood samples redu- 
ces turnaround times without affecting sample quality. J 
Emerg Nurs 2006;32:139-43. http://dx.doi.org/10.1016/]. 
jen.2005. 11.013. 

14. Victor Peter J, Patole S, Fleming JJ, Selvakumar R, Graham 
PL. Agreement between paired blood gas values in samples 
transported either by a pneumatic system or by human co- 
urier. Clin Chem Lab Med 2011;49:1303-09. http://dx.doi. 
org/1 0.151 5/cclm.20 11.611. 

15. Sari I, Arslan A, Ozlu C, Haaoglu S, Dogu MH, Isler K, Keskin 
A. The effect of pneumatic tube system on complete blo- 
od count parameters and thrombocyte donation in heal- 
thy donors. Transf us Apher Sci 2012;47:81-3. http://dx.doi. 
org/1 0.101 6/j. transci.20 12.05. 005. 

16. Liebscher K, Bogner I, Dietzel H, Katzel R. Transport of red 
blood cell concentrates and fresh frozen plasma in a pne- 
umatic tube system. Transfus Med Hemother 2003;30:1 57- 
62. http://dx.doi.org/10. 1 159/000073324. 

17. Kratz A, Salem RO, Van Cott EM. Effects of a pneumatic 
tube system on routine and novel hematology and coagu- 
lation parameters in healthy volunteers. Arch Pathol Lab 
Med 2007;131:293-6. 

18. Wallin O, Soderberg J, Grankvist K, Jonsson PA, Hultdin 
J. Preanalytical effects of pneumatic tube transport on 
routine haematology, coagulation parameters, plate- 
let function and global coagulation. Clin Chem Lab Med 
2008;46:1443-9. http://dx.doi.org/10. 1 51 5/CCLM.2008.288. 



Biochemia Medica 2013;23(2):206-10 



210 



http://dx.doi.org/10. 1 1 61 3/BM.201 3.024 



